Performance of Different Laboratory Methods for Detection of 
Clostridium difficile in Animal Samples

MOHAMED FATHY¹, KHALED A. ABDEL-MOEIN³, WAFAA A. OSMAN¹, AHMED M. ERFAN⁴, ABDELBARY PRINCE⁵, AMANI A. HAFEZ¹, H OSSAM ELDIN MAHMoud², TAREK E. MOsALLAM⁶, AHMED SAMIR²*

¹Department of Animal and Poultry Health, Desert Research Centre, Matariya, Cairo, 11753, Egypt; ²Department of Microbiology, Faculty of Veterinary Medicine, Cairo University, Giza, 12211, Egypt; ³Department of Veterinary Medicine, Cairo University, Giza, 12211, Egypt; ⁴National Laboratory for Veterinary Quality Control on Poultry Production, Animal Health Research Institute, Dokki, Giza, 12618, Egypt; ⁵Department of Biochemistry, Faculty of Veterinary Medicine, Cairo University, Giza, 12211, Egypt; ⁶Department of Udder Health and Neonates disease, Animal Reproduction Research Institute, Haram, Giza, 12556, Egypt.

Abstract | Clostridium difficile is a well-known enteric pathogen causing antibiotic-associated diarrhea and pseudomembranous colitis among humans. Lately, C. difficile has emerged to cause enteric problems in food producing animals, horses and household pets particularly young ones. This study was conducted to investigate the performance of different laboratory diagnostic methods for Clostridium difficile in veterinary field. For this purpose, ninety fecal samples collected from diarrheic sheep, goats and chickens, were examined for the detection of C. difficile using three laboratory methods: direct Polymerase chain reaction (PCR) on DNA extracted from fecal samples, conventional culture followed by molecular confirmation of isolates and glutamate dehydrogenase (GDH) ELISA on feces. The detection rates of C. difficile were 45.6%, 16.7% and 8.9% by direct PCR, conventional culture followed by molecular confirmation of isolates and GDH-ELISA, respectively. Direct PCR yielded the highest detection rate, however, false negative results were recorded in 3 samples being positive by culture method, whereas, all GDH-ELISA positive samples were also positive by the other techniques. In conclusion, Direct PCR on DNA extracted from fecal samples of animals showed the highest detection rate nevertheless false negative results cannot be ruled out.

Keywords | Clostridium difficile, Laboratory diagnosis, Animals

INTRODUCTION

Clostridium difficile is a Gram-positive, spore forming, strictly anaerobic, rod shaped bacilli that causes pseudomembranous colitis and antibiotic associated diarrhea in humans, known as Clostridium difficile infection (CDI) (Kachrimanidou et al., 2019). Clostridium difficile was isolated for the first time in 1935 from stool of newly born infant (Hall and O’toole, 1935). Afterwards, CDI was known as a nosocomial infection due to its high prevalence in hospitalized patients. However, this infection rapidly finds its way toward the population outside healthcare facilities and community acquired Clostridium difficile infection was emerged which may be owed the empirical use of antibiotics (Limbago et al., 2009; Gupta and Khanna, 2014).

On the other hand, In 1960, C. difficile was firstly described among mammals and birds through a biological investigation in Antarctica (McBee, 1960). Thereafter, C. difficile has become a causative agent of enteric problems and diarrhea in many animal species, including...
**Direct PCR on DNA extracted from fecal samples**

DNA was extracted from fecal samples using QIAamp DNA Stool Mini Kit (Qiagen, Hilden, Germany), the extraction was done according to the manufacturer's instructions. DNA was stored at -80°C, until processing. Five microliters of extracted DNA was directly used for amplification using specific primers targeting 16SrRNA gene with a 270 bp fragment length (Zhang et al., 2016). PCR was performed on a Veriti 96-Well Thermal Cycler (Applied Biosystems) in a final volume of 20 µl containing 1 µl of each primer, 3 µl DNA template, and 15 µl nuclease free water, all put on dried and aliquoted PreMix pfu master mix (Maxime™ PCR PreMix (i-pfu) iNtRON Biotechnology, Korea). The PCR thermal profile was initial denaturation for 1 min at 95°C; a total of 40 cycles of denaturation (95°C for 20s), annealing (44 for °C 20s) and extension (72°C for 30s); final extension (72°C for 7 min). The PCR products were resolved by electrophoresis on a 1% agarose gel stained with ethidium bromide.

**Bacteriological isolation, identification and molecular confirmation**

About one gram of each fecal sample was pre-enriched in 5 ml brain heart infusion broth (Oxoid, Basingstoke, UK) and anaerobically enriched for 10 days at 37°C in anaerobic jar. Then enriched broth was treated with an equal volume of absolute ethanol for 30 min, to eliminate vegetative cells while spores were recovered (Romano et al., 2012). Then, a loopful of broth sediment was streaked on *Clostridium difficile* selective agar (*Clostridium difficile* Agar Base Liofilchem, Italy) supplemented with *Clostridium difficile* supplement (Liofilchem, Italy) and 5% defibrinated sheep blood as recommended by the manufacturer (Hampikyan et al., 2018). The plates were incubated anaerobically at 37°C for 48h. A 48-h solid culture of *C. difficile* on selective agar media exhibiting flat, grayish, non-hemolytic colonies with irregular edges were picked up for further identification by Gram staining (Martinez-meléndez et al., 2017) then by latex agglutination test (Rodriguez et al., 2012; Spigaglia et al., 2015) according to the manufacturer's instructions (*Clostridium difficile* Latex Kit, Liofilchem, Italy). Colonies were finally confirmed by PCR on extracted DNA from bacterial colonies using the G-spin genomic DNA extraction kit (iNtRON Biotechnology, Korea) as the manufacturer's instructions. PCRs were carried out using specific primers targeting 16S rRNA gene of *Clostridium difficile* as aforementioned above.

**Detection of *C. difficile* by GDH ELISA**

The collected samples were subjected to the GDH test using commercial enzyme immunoassay EDI™ Fecal *C. difficile* GDH ELISA (Epitope Diagnostics, Inc., San Diego, CA 92121,USA). The procedure of the test was carried out according to the manufacturer’s directions.
RESULTS AND DISCUSSION

Twenty-four out of 90 samples yielded bacterial growth on *Clostridium difficile* specific medium with the colonial morphology of *C. difficile*. Gram’s stain films of the suspected colonies revealed Gram-positive bacilli. Of these 24, only 20 samples were recorded positive using latex agglutination test while 15 samples (16.7%) 15/90 were confirmed by PCR as *C. difficile* (Table 1). Furthermore, the detection rate of *C. difficile* by direct PCR on extracted DNA from fecal sample method was 41/90 (45.6%) samples, whereas eight out of 90 samples (8.9%) were positive by GDH ELISA (Table 2). The distribution of positive samples obtained by each test was displayed in Table 3.

**Table 3:** Distribution of positive samples obtained by different tests.

<table>
<thead>
<tr>
<th>No. of samples</th>
<th>Isolation and identification followed by PCR</th>
<th>Direct PCR on fecal samples</th>
<th>GDH ELISA</th>
</tr>
</thead>
<tbody>
<tr>
<td>8</td>
<td>+</td>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>4</td>
<td>+</td>
<td>+</td>
<td>-</td>
</tr>
<tr>
<td>3</td>
<td>+</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>29</td>
<td>-</td>
<td>+</td>
<td>-</td>
</tr>
</tbody>
</table>

**C. difficile** is a common pathogen that is associated with diarrhea in humans and different animal species, including small ruminants, pigs, horses and poultry. Many laboratory techniques are used for diagnosis of CDI. However, the pros and cons of each technique make it hard to select the optimal one (Tenover et al., 2011). The conventional culture method is of low cost but it is time consuming and depends upon viable bacteria. Other diagnostic methods likewise, molecular techniques and ELISA yielded rapid results however, its high cost (Vaishnavi, 2014).

The results of the present study revealed that the detection rate of *C. difficile* by direct PCR on fecal samples, conventional anaerobic cultivation with molecular confirmation and GDH ELISA were 45.6%, 16.7% and 8.9 % respectively. Notably, The highest detection rate (45.6%) was obtained by the direct PCR on fecal samples. Such high detection rate may be attributed to the high sensitivity of the used primers which have been recorded to detect as few as 10 cells of *C. difficile* in a total of 10⁶ E.coli bacterial cells, with 100-fold increased sensitivity over the conventional bacterial cultivation methods (Gumerlock et al., 1991). Seriously, in spite of the highest detection rate was obtained by direct PCR method on fecal samples, this test failed to detect 3 samples while there were positive by conventional culture method, accordingly these samples are false negative. Similarly, Monteiro et al. (2013) recorded 6 PCR-negative samples but culture-positive and attributed it to the presence of PCR inhibitors during DNA extraction from fecal samples. On the other hand, the conventional cultivation and identification on samples revealed a detection rate 16.7% which is lower than rate of direct PCR, probably because of dead bacteria in fecal sample or very low live bacterial count as live bacteria of at least 1000 cfu/gram of feces are needed for successful recovery on the specific media (Gumerlock et al., 1991). Our anaerobic cultivation was firstly pre-enriched in suitable broth as brain heart infusion broth as it considered more efficient pre-enrichment broth than the other commonly used broths, such as Cooked Meat broth, to promote better growth of *C. difficile* as mentioned by (Connor et al., 2018) then plating on specific media supplemented with *Clostridium difficile* supplement which inhibit the growth of most Gram-negative and Gram-positive bacteria, without affecting the growth of *C. difficile*. Latex agglutination test is used for further identification as a more accurate and cheaper than biochemical tests which are expensive and time consuming (El-Leboudy et al., 2014). Only 20 samples from the 24 samples which showed growth were latex agglutination positive, indicating that some other bacteria could efficiently grow on *C. difficile* selective agar with similar colonial morphology. Similarly, Limbago et al. (2012) and Rodriguez et al. (2016) recovered other clostridia species especially *C. sporogenes* on *C. difficile* selective medium emphasizing that it is not totally selective. Interestingly, the 20 latex agglutination-positive samples included only 15 confirmed PCR-positive isolates and 5 false positive. These results indicate that latex agglutination test may give false positive results, probably...
owed to a shared antigen between C. difficile and other clostridia like C. sordellii and C. bifermentans (Bowman et al., 1986). Therefore, we recommended that latex test must be followed by PCR confirmation.

In the present study, GDH ELISA revealed the lowest detection rate 8.9% such low detection rate was coincides with that proposed by Miyajima et al. (2011) who recorded only one out of 149 fecal samples positive by GDH ELISA and they attributed that to the levels of GDH antigen in other samples were under the minimal detection threshold for this test. However, in the current study all GDH-ELISA-positive samples were also positive by both direct fecal PCR and culture methods indicating that this GDH-ELISA is highly specific.

CONCLUSION AND RECOMMENDATIONS

For detection of C. difficile in animal fecal samples, it is recommended that conventional isolation to be followed by molecular confirmation, whereas direct PCR on DNA extracted from feces yielded the highest detection rate after simple and rapid handling procedure however, false negative results cannot be ruled out.

AUTHOR’S CONTRIBUTION


CONFlict OF INTEREST

The authors declare no conflict of interest.

REFERENCES

• Rodríguez C, Taminiau B, Van Broeck J, Avesani V, Delmée M, and Daube G (2012). Clostridium difficile in young farm...


